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D E S I G N  C U S T O M I Z A T I O N  

Introduction to the OS4000 Nano Compass  

The OceanServer precision 3-Axis Tilt Compensated compass products use 
state of  the art technology to provide outstanding performance and ease of  use in 
a low cost design. 

The OS4000 compass is a new high precision sensor providing OEM users with 
one of the worldõs tiniest fully featured compasses at a small price. 
 
Features:  

¶ Compass accuracy, 0.5 degrees RMS level heading,  
1° RMS <±30° Tilt, 1.5° RMS <±60° Tilt,  
.1 Degree resolution 

¶ Roll & Pitch full rotation, typical 1° accuracy <±30° tilt 

¶ Tilt Range: Pitch Angles ±90° degrees, Roll Angles ±180°  

¶ Tilt -compensated (electronically gimbaled) 

¶ Nano size, 0.6ó x 0.6ó, weight 1 gram 

¶ Low Power Consumption, <30ma @3.3V 

¶ Hard and soft-iron compensation routines 

¶ Serial Interface:  
o TTL  
o Baud rate programmable 4,800 to 115,000 baud 

¶ Rugged design 
o  10,000 G shock survival 
o  -40° C to 80° C operating temperature (best accuracy 

specified for 0° C to 50° C) 

¶ ASCII sentence output, in several formats, NMEA checksum 

¶ High Data Update Rate to 40HZ 

¶ Support for True or Magnetic North Output 

¶ Precision components 
o 3 Axis magnetic sensors from Honeywell  
o 3 Axis Accelerometers from ST Microelectronics 
o 24 bit differential Analog to Digital converters from Analog 

Devices 
o 50 MIPS processor supporting IEEE floating point math 
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OS4000-T  -- Signals: TTL Levels:  3-Axis Compass, 0.6ó x 0.6ó size offers TTL 
only support, through hole package 

 

 

OS4000-M Translator/Carrier Board for Developers  -- Signals USB or RS-232:  
This board is offered in the OS4000-T evaluation kits so users have a reference on how 
to hook up the module and create the holes in the user design to mount the OS4000-T.  
The OS4000-M is only for initial development and debug. The evaluation kit includes a 
user CD with the schematics and layout in the Eagle format. 

 

Factory default mounting positions shown below with and without carrier 
board, user can also select five other orientation positions 
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OS Compass Design Features  

Hardware: 

OS4000-T (TTL Only) 

Magnetic Sensors:   

Honeywell two-axis AMR sensor for X, Y plane sensing 

Honeywell z-axis AMR sensor 

Accelerometer, tilt sensor: 

Three-axis STM accelerometer 

Microprocessor: 

50 MIPS processor that supports IEEE floating point operations for accurate   
tilt compensation. 

AD Conversion: 

 24 bit Sigma-Delta converters with differential inputs 

Development Kit Items 

OS4000-M Translator/Carrier Board  includes signals USB or RS-232:  This board is 
offered in the OS4000-T evaluation kits so users have a reference on how to hook up 
the module and create the holes in the user design to mount the OS4000-T. The 
development kit includes the schematic and layout of the OS4000-M translator module 
(Eagle-Layout V4.16). 

 

Specifications  

Parameter             Value  

Azimuth accuracy <0.5 deg RMS Heading while level, undisturbed field, 0.1 deg 
resolution 

Inclination (pitch and roll)  Typical 1° accuracy <±30° tilt 

Inclination range ±80 degrees, (output for full rotation at decreased accuracy 

pitch ±90 degrees, roll ±  180 degrees) 
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Max Temperature range Accuracy specified for 0°C to 50°C, -40°C to +85°C 
operation (decreased accuracy at temp extremes) Humidity: 
20-80% RH non-condensing 

Shock (Operating) 3,000 G, 0.5 ms, 10,000 G 0.1ms 

Data Refresh Rate 0.01 Hz to 40Hz sentence output rate 

Size 0.6òx 0.6ò  module 

Weight ~ 1 gram 

Supply Voltage 3.3V ï 5VDC (Will operate with up to 18VDC using 3x the 
power)  

Power consumption 30 ma @3.3V   

Serial Data Interface TTL  

4800 ï 115000 baud, 8 bit, 1 stop, no parity (19200 default) 

Sentence Format NMEA0183 Style, four sentence formats, supporting xor 
parity ($HCHDT, $OHPR, $C, comma delimited.  

Supports Acceleration & Magnetic sensor output in X,Y,Z 

Magnetic Compensation 
Routines 

Hard Iron and Soft Iron calibrations supported 
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Electrical Connector  and pin assignment  

OS4000-T pin assignment (also see page 22 drawing) 

 

Note: no connect (NC) pins should be left floating (ieé.unconnected on the user 
module) 

 

OS4000-M Carrier Module,  

Top side serial connector (where the OS4000-T plugs in), 7 pin, Molex 1.25mm 
connector (Molex: 51021-0700)  

Pin Color Signal Description 

1 White P-in Future Pressure  input from Transducer (OS4000-
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Bottom side connector for USB, 6 pin, single row header, Molex 1.25mm connector 
(Molex: 53261-0671) ð 

Pin Color Signal Description 

1 Green  USB    D+ 

2  White   USB D - 

3 Red   5V Regulated USB Power 

4 Black  Ground USB Power 

5 Reserved  Must be no connect 

6 Reserved  Must be no connect 

Cables to Connect to the OS4000 -M Carrier Board  

OceanServer offers a variety of cables, which come with the OS4000 compass 
evaluation kit.  Once the OS4000-T is connected to the carrier module, it will auto 
detect whether the Serial or USB cable has been plugged in.  

TD) 

2 Black GND Ground 

3 Red Vin-
Unreg 

DC Power Input, DC voltage in the range of 
3.3V - 5V 

4 Orange NC RESERVED - Do Not Connect 

5 Black GND Ground ð Use with RS232 

6 Green Tx RS-232 Transmit  (DB9-F pin: 2)  

7 Blue Rx RS-232 Receive (DB9-F Pin: 3 ) 
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Standard Cable Details: 

19-00061-24, 24" OS5000-S and OS4000-M Demo Kit Cable with Serial connection, 
Pressure and 3.6V battery power connection (picture below) Demo cable provides 
3.6V battery connection.   Cable Note: this cable is a quick way to get the compass 
running for evaluation. It is recommended that you operate the compass from 3.3V-5V 
(will operate with up to 18VDC using 3x the power). 

 

 

 

 

19-00062-24, 24" OS5000-S/-T (and OS4000-M) Series Pigtail Cable, 7 Pin connector, 
blunt cut (below) 
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19-00116-00,  Aprox. 6õ OS5000-US and OS4000-M Demo Kit Cable with USB to 6 
Pin connector.  There is also a 3õ version available. 

 

 

 

Communicating with the compass, RS -232 or USB  

 

The OS4000 is the exact hardware and firmware used on the OS5000 compasses, the 
key difference is that it only supports a TTL level serial output.   The evaluation 
module, the OS4000-M, lets you plug in the OS4000-T and it generates VCC from an 
input DC voltage that can be from 3.3V - 18V DC.  The OS4000-M carrier also 
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implements RS-232 drivers as well as the CP2102 USB to Serial bridge allowing you to 
interface via RS232 or USB for initial testing. 

 

If you have questions send e-mail to support@ocean-server.com. module compass 
requires device drivers to present itself to the system as an asynch serial port, i.e. 
COMn: port on Windows. There are drivers supporting MAC OS and Linux variants 
on the www.silabs.com web site, CP2102 bridge drivers. We provide basic drivers and 
manuals on our web site for windows  www.ocean-server.com/compass/.  At this 
point all compass designs present themselves as serial port devices at a baud rate, 8 bits, 
1 stop bit (ASYNCH). 

Using a windows system open up a TeraTerm terminal emulator port to the compass 
device. The factory default baud is 19200, 8, 1, N.  This change has been made so 
Windows OS does not mistakenly recognize the compass as a serial mouse.  The baud 
rate can be changed back to 9600 using the <Esc> B command 

Output Sentence For mats  

 

Figure: Compass output for each of the four supported output formats. The command 
<esc>* lets you select the bit mask for the desired sentence format. 

http://www.silabs.com/
http://www.ocean-server.com/compass/


O C E A N S E R V E R  C O M P A S S  M A N U A L  

 12  

The compass is programmed with an output rate and it sends sentences at this fixed 
rate.  The rate is programmed with the <esc>R command.  Values lower than 1 per 
second use a negative number, -100 is 0.01hz, -10 is 0.1 hz, -2 is 0.5hz. Values greater 
than 0 are in sentences per second, HZ.   A value of 10 is 10hz, 40 is 40hz and so on. If 
you program a rate of 0 the compass will cease output but still respond to <esc> 
commands.    

Format Type 0x01, 1(10):  ò$Có format 

$Chhh.hPpp.pRrr.rTtt.tMx0.000My0.000Mz0.000Ax000.0Ay000.0Az000.0*cc 

$C212.4P2.5R-14.0T28.4Mx107977.90My-79422.00Mz173.27Ax0.045Ay-
0.245Az0.977*3A 

This sentence format provides a text tag in front of each data type so the user program 
can parse them accurately regardless of which data elements are activated.  In effect 
every data element has leads with its unique name. 

Possible fields reported in the sentence (use the <esc>Xnnnnn<space> command to 
configure the desired fields for output.   

Hhh.h  Heading in degrees, corrected for Declination if one is entered 

Ppp.p:  Pitch angle, òPó precedes the pitch angle in degrees 

Rrr.rr  Roll angle, òRó precedes the roll angle in degrees 

Ttt.t:  Temperature of the compass board, crude measure taken from the core 
microprocessors internal sensor. Used for relative measurements of environments not 
accurate.  We provide a single point calibration offset using the <esc>+ command. 

Standard Factory Format for OS4000-T  

The standard setting below is <esc>*1<space> command 

Example: $C320.5P0.2R-18.3T19.0*3C 

Mx,My,Mz  Magnetic field strength reported on each sensor. The units are calibrated to 
milliguass by the user setting the local horizontal field strength before a full calibration. 

Ax,Ay,Az  Acceleration measured on all three sensors. The units are in òGó for each 
sensor.   You can also output the vector length (acceleration scalar) which will be close 
to 1G 

*cc  This is the end of line character, the cc is the HEX X-OR sum of the characters 
between the $ and the *.  This is the NMEA standard format. 
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Format Type 0x02, 2(10):  ò$OHPRó Sentence  

$OHPR value1,value2,value3,value4é.*cc 

The $OHPR sentence is activated with the <esc>*2<space> command. It provides a 
comma-delimited list of all of the parameters selected for output with the <esc>X 
command.     

Format Type 0x04, 4(10):  ò$HCHDTó Sentence  

$HCHDT,212.4,T*2C 

The NMEA0183 standard true heading sentence is supported for output. The 
$HCHDT sentence is activated with the <esc>*4<space> command.  To have the 
heading be true the user must program the compass with the local declination value 
using the <esc>Qnnnn<space> where nnnn is the degress times 10 for local heading 
offset.  Example <esc>Q125<enter> will offset the heading 12.5 degrees for every 
value reported. 

Format Type 0x08, 8(10):  òcomma delimitedó 

Sentence  

value1,value2,value3,va,é.  

This sentence outputs the data as a simple comma delimited list of the requested 
values. This sentence is activated by the <esc>*8<space> command and it outputs all 
data elements selected in the <esc>Xmask<space> command.  This sentence format 
is only available with firmware version 1.4 or later. 

Format Type 0x10, 16(10): Direct LCD Output  

Azimuth=0.0, Elevation=0.0é.  

In this mode the compass directly sends the data and formatting commands required 
for a Crystalfontz 2x16 LCD display.   This can be used in applications for antenna 
aiming. This is all thatõs needed create a very accurate antenna positioning system.  The 
compass is calibrated for a particular antenna frame to remove its soft are hard iron 
effects and the compass will provide excellent results for quickly and accurately aiming 
antennas.  Please contact OceanServer support directly for additional information and 
support for this format.. 
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This sentence is activated by the <esc>*16<space> command.  You should also 
change the output rate to 2 (<esc>r set to 2)  This sentence format is only available 
with firmware version 1.5 or later.  

Output Parameter Selection Table  

(Note: not all compasses support all features) 

Order Bit value (base 10) Parameter Name 

1 1 Azimuth 

2 2 Pitch Angle 

3 4 Roll Angle 

4 8 Temperature 

5 16 Depth (feet) 

6 32 Magnetic Vector Length 

7 64 3 axis Magnetic Field readings, x,y,z 

8 128 Acceleration Vector Length 

9 256 3 axis Acceleration Readings, x,y,z 

10 512 reserved 

11 1024 2 axis Gryo Output, X,y (not supported on the OS4000) 

12 2048 Reserved 

13 4096 Reserved 

Table: The output order and bit values for each of the possible output fields is 
shown in the above table.  The <esc>X 

The <esc>Xmask<space> command uses a decimal mask.  If you want heading, roll 
and pitch active add the Bit Values up for the fields.  I.e. 1+2+4=7, now use the 
command <esc>X7<space> to enable these three fields.  Remember the mask is 
decimal so just add the bit field values up from the table.  
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Terminal Emulation Programs for Communicating 

with the Compass  

 

Hyperterm Issues: OceanServer compasses will usually show up as an additional 
Hyperterm port when properly connected to a system.  If the compass cannot be 
communicated/programmed check to confirm the Hyperterm port has the correct 
settings (baud is 9600, 8, 1, N (older compasses) or 19200 with firmware v1.1 or later). 
If the settings are correct it could be a Hyperterm system issue and you may want to 
download a different terminal program.  One possible program is TeraTerm: 

TeraTerm (Support Forum) 

http://www.neocom.ca/forum/viewtopic.php?t=436 
 
The install for version 4.51 and can be locate at 
http://www.neocom.ca/freeware/TeraTerm/ teraterm_utf8_451.exe 

A windows version of Tera Term installer is located at www.ocean-
server.com/compass/  

 

Compass Command Summary Table  

The compass is configured and calibrated using a set of commands sent to it via its 
serial port connection. The general format of all commands to the compass are sending 
it the ESCAPE command key, ASCII=27 decimal, noted as <esc> in this manual. 

Type1:    <esc>Kvalue<space>  

Type2:  <esc>K 

Where type 1 is the format for a command that has a value supplied. Note all values 
are decimal integers examples: 10000, -1000, 2345.  If the value needs a floating point 
number such as heading we send it multiplied by 10.. Example: <esc>Q123<space> is 
a value of 12.3 for heading. 

The second type, Type2 is commands that immediately have some action. One 
example is the calibrate command, <esc>C 

Note1: Entering Commands -- Push the escape <Esc> key prior to a key command.  
The command keys are CASE sensitive so if it asks for a òRó a òró will not work.   

http://www.neocom.ca/forum/viewtopic.php?t=436
http://www.neocom.ca/freeware/TeraTerm/teraterm_utf8_451.exe
http://www.ocean-server.com/compass/
http://www.ocean-server.com/compass/
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Note2: Some command changes require the compass to be power cycled for changes 
to take affect. Example, BAUD RATE CHANGE.   

Key 
Command 

Description of the command 

<Esc> B BAUD RATE 

Set new baud rate, 0-6, change takes effect after power cycle. 

0=4800,1=9600,2=14400, 3= 192000, 4=38400,5=57600,6=115200 

<Esc> R SENTENCE OUTPUT RATE  

Set the compass output rate, -50 to +40.  Rate is in samples per second 
and negative are seconds per sample. .i.e.  20=20 samples/second, -
10=10 seconds per sample. A rate of 0 will stop output 

<Esc> X OUTPUT DATA FIELD SELECTION  

Fields to Display, bit mask of 5 bits (entered in decimal). 31=all active. 
Sum up the values, Azimuth=1, Pitch=2, Roll=4,Temp=8,depth=16. 

<Esc> Q DECLINATION ANGLE INPUT FOR TRUE NORTH  

This allows the user to specify a fixed heading offset to be applied to all 
heading output data. In most cases this is used to adjust for local 
compass deviation in your area.  This information can be found on the 
web using the World Magnetic Model and you local LATITUDE, 
LONGITUDE.  Enter Declination angle to create offset for compass 
Azimuth. Value is 10x degrees.  Example:  -103=-10.3 degrees, 
152=15.2 degrees. 

http://en.wikipedia.org/wiki/Magnetic_declination 

<Esc> C CALIBRATE HARD IRON X,Y SENSORS LEVEL PLANE  

Calibrate the compass in the platform.  Level the platform and prepare 
to rotate it very slowly.  When the output reports òXxYyó it is finding 
new calibration data, keep rotation until you see only ò.óõs output. You 
MUST keep the platform level while you rotate.    Validate the Roll and 
Pitch angles are < 1 degree in the output string R0.x, P0.x before starting 

<Esc> Z CALIBRATE HARD IRON Z SENSOR ROLLED 90 Deg 

Rotate your platform 90 degrees on itõs side. This will place the Z axis in 
the same òearthsó magnetic field the òCó calibration saw for the x,y 
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sensors.   Perform once complete and slow rotation. 

<Esc> H  
or ? or h 

HELP MENU  

Help Menu 

<Esc> A FILTER HEADING, ROLL AND PITCH  

Moving average filter on roll, pitch and heading. Enter the number of 
samples to include in the average.  This combined with output rate will 
determine the period of the filter.  Example: averaging = 5 output rate = 
10 is half second period 

<Esc> V FIRMWARE VERSION  

Displays the firmware version installed on this device 

<Esc> + CALIBRATE TEMPERATURE MEASUREMENT  

Calibrate Temperature, offset in O.1C, example <esc>+-131<enter> 
will subtract 13.1 from the reported temperature. Temperature is a crude 
sensor and should not be used if accuracy is required; it is a good relative 
measure of changes in the electronics rack. 

<Esc> U SCALE MAGNETIC FIELD OUTPUT  

Calibrate and scale Raw Magnetic output, milliguass of horiz field 
requires new calibration. The value you enter is the local horizontal field 
strength of the earthõs magnetic field.  After you enter this and do a 
calibration the compass will output 3 axis magnetic sensor values in 
milliguass. The local H field strength can be estimated using the NOAA 
world magnetic model for you local area.   You are basically providing 
the compass with the value for the earthõs horiz field strength when itõs 
calibrated.  If you know this accurately you will get good results on the 
calibrated data. 

<Esc> D DECIMATION FILTER FOR AD 

Digital Filter Value for AD conversion, higher=longer filter time. The 
default value is 3, using a higher value will add lag to the measurements 
but filter noise.   A value of D=1 provides the fastest update rate for 
compass data, for example if you running at 40Hz update rate. The 
value of D=3 is the default for the compass as itõs shipped.  You will 
also get less resolution at D=1 and more noise in the data 

<Esc> * OUTPUT SENTENCE FORMAT  
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Change Output Sentence Formats, bit mask, 1,2,4,8,16 are valid values. 
Format 8 requires firmware version 1.4 or later, and 16 version 1.6 or 
later, Default=1. *=2 is a simple NMEA like output with comma 
delimited data, this is easy to tag and parse in user programs, *=4 is even 
simpler comma delimited data with no sentence NAME or handle. 

<Esc> % CHANGE ESCAPE CHARACTER (*careful*)  

Change Escape Character for compass, default=27=ESC *danger--
careful* This is used to change the compasses ESCAPE character for 
applications where the compass may be on a shared output line and the 
system may send ASCII=27 characters.  If you change it you will not be 
able to talk to the compass unless you can send the new character value. 
DONõT CHANGE THIS UNLESS YOU ARE SURE ð HARDLY 
EVER NEEDED 

<Esc> F RESTORE FACTORY DEFAULTS 

Restore Factory Defaults and calibration 

<Esc> E COMPASS ORIENTATION  

Allows compass six mounting orientations to be set.  The mounting 
positions allow the user to mount the compass on all six sides on a box 
for placing in locations where flat mounting is not possible. These are 
shown graphically in a later section of this manual.  Mounting options 1-
6,  E=1, Default flat. 

 

<Esc> a ACCLEROMETER MAXIMUM RANG E 

Change Accelerometer maximum measurement range. Options are 0-1; 
default is 0 = 2G output; 1= 6G; Important Note: 6G output results in 
less roll and pitch resolution.  The 6G range should only be used if the 
user is trying to measure the effects of X,Y,Z acceleration more than the 
angle of the compass.  The <esc>X command lets the user select 
acceleration vector and scalar data output. 

<Esc> & DUMP CONFIGURATION PARAMETERS  

Dump all compass settings in a form that can be parsed or saved and 
sent back to the factory when configuration questions arise.  

FW_Version=V1.5 

FW_Date=1-Jul-08 

Serial_number=000765431 
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Test_date=01 Jan 08 

Output_Format=1 

Display_Fields=15 

HW_Mounting_Pos=1 

Baud_Rate=5 

Set-Reset_Rate=8 

Output_Rate=40 

Averaging=0 

é.. 

<Esc> $ SOFT IRON COMPENSATION  

The values are 0=disable, 1=enable, 2=generate calibration.   When you 
enter generate (2) you need to have the system with the compass in 
installed and freshly calibrated, (via the <esc>C,<esc>Z commands).  
You will need to align the system to cardinal points according to a 
magnetic compass, N,S,E,W in an area free of magnetic disturbance.    

Note: You must have deviation set to 0 before this operation, 
<esc>Q0<enter> 

If you heading errors are very large before calibration, i.e. too much soft 
iron very close to the compass, you will continue to have error with very 
disturbed magnetic fields.  The best solution is distance from soft iron in 
this case. 

<Esc> S DEGUASS AND OFFSET RATE 

Degauss every 'n' sentences.  This sets the frequency of the sensor 
degauss and offset operations.  The default value is something around 1 
second.   

<Esc> T The zero roll and pitch command will allow users to zero out both roll 
and pitch.  This can only be done for applications where pitch and roll 
angles are < 3 degrees in a level platform. 

Example Below: 

$C330.7P0.8R-1.3T19.9*04 
$C330.7P0.8R-1.3T19.9*04 
CMD:T 
Attempting to zero Roll, Pitch: Success. 
Results above <space> 
Flash Write 
$C330.8P0.0R0.0T19.9*2C 
$C330.8P0.0R0.0T19.9*2C 
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<esc># Toggle between FACTORY DEFAULT SPACE and USER Space. 

You can create a factory default calibration and default user settings by 
enter FACTORY space mode. Setting parameters such as RATE, 
BAUD, clean calibration, etc.   After all of these steps enter <esc>F 
which will restore factory to user space, leaving FACTORY mode. 

Now your users can do local calibrations, escC, escZ, esc$2 and go back 
to your factory settings by typing escF at any point. 

Note: After each step that stores in FLASH it will say FACTORY if 
youõre in the correct mode. 

 

Important Note: Some commands may not be available in earlier firmware releases.   

Compass Mounting Guidelines  

In general you should mount the compass in a location in your vehicle or device that 
has the least disruption to the earthõs magnetic field.  

1) Remember if a low cost needle compass gives large errors in your platform a 
very accurate compass will still measure these distorted fields with more 
accuracy.  Example: Low cost compass finds a 20 degree distortion at 90 
degrees due to soft iron, we will find that this is actually 20.9 degrees!  Soft 
Iron correction will help but can only do so much. 

2) Mount away from permanent magnets such as motors. The fields fall off as 
Inverse Square of the distance so doubling the distance reduces the field 
strength by ¼. (soft iron fixed) 

3) Mount the compass away from moving magnetic fields such as wires carrying 
current, moving magnets, generators, etc. (soft iron dynamic)  

4) Mount the compass as far as possible from batteries and ferrous materials such 
as iron and ni. Some aluminum is non-ferrous but some Al alloys have nickel 
in them. (soft iron fixed) 

5) Mount all OS4000 compasses component side 1 up, level or true to platform 
level  (north should be forward, see below). Other orientations can be selected 
by using the command key E. 
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6) Mount the compass in a mechanically stable location so this it moves with the 
vehicle or device but doesnõt vibrate.  

7) Metals such as aluminum, brass or copper do not block magnetic fields but 
currents can still flow through them that could create unwanted local magnetic 
fields.  Metals such as iron and steel will distort the magnetic field.  
OceanServer ships compasses with plastic standoff but users should insure that 
the compass has sufficient distance from ferrous objects that could bend the 
earthõs magnetic field and disrupt compass accuracy. 

Aircraft Note: Most all electronic compasses use gravity to detect level and tilt with 
accelerometers to measure tilt (including OceanServer compasses).  The tilt angles are 
determined by measuring the earthõs static gravitational vector.  Since, dynamic and 
static acceleration are indistinguishable when used in aircrafts with high acceleration 
and banking turns, the dynamic acceleration will introduce an error in both roll and 
pitch angle reported by the compass as well as heading errors.  Only level headings will 
be accurate when aboard a plane and vibration needs to be considered. Strong 
vibration also applies acceleration to the compass and can cause errors if the amplitude 
of the acceleration is significant as compared to the earthõs 1G acceleration due to 
gravity.   

Mounting Location Example:  

 In one real world example if the compass is mounted 2 inches from a paddle wheel 
the compass will see up to 90 degrees of offset in heading due to the magnets moving!  
Since the magnetic field falls off as the inverse square of the distance moving the 
compass a small distance can make large improvements in the accuracy. 

 
Mounting Distance (inches)   Error (heading degrees) 
--------------------------------        ------------------------------ 
 2ó      90 degrees 
 5ó      10 degrees 
 9ó      1.6 degrees 
 11ó      0.2 degrees  
 
So moving the compass 10+ inches from these moving magnets we were able to 
remove all of the significant error introduced in your reading.   
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Visit OceanServerõs download page for 3D Models and Mechanical Drawings: 
www.ocean-server.com/download.html 

 

 

$C288.6P-0.2R-0.1T26.6*20 
$C288.4P-0.2R-0.2T26.6*21 
$C288.6P-0.2R-0.2T26.6*23 
            ̂ ^^^ Notice: Level in roll and pitch  
CMD:C 
Bridge offset 
Calibrate X,Y <space> when done 
XyxXyXyXYXyXyX.XXYxYY.xYxYxYxYxYxYxYxY.xYxYxYxYxYxYxY.xYxYxYxYxYxYxYx.YYxYxYxYx
YxYY.YYYYYYYY.YYXYXXYXYXX.XXXXXXX.XXXXXXXX.XXXXXXXX.X.yyy.......yy.yy.y.yyyy.yy.....X
XXX.XXX.X...Y.YYY.YY.YY.........xxx.x....................Flash Write 
$C346.7P1.5R-0.1T26.9*06 
$C335.7P-0.3R-90.0T26.9*10 
$C335.7P-0.4R-88.4T26.9*1A 
$C335.7P-0.4R-90.0T26.9*17 
           ̂ ^^^ Notice: Platform rolled 90 degrees, pitch 0 
CMD:Z 
Bridge offset 
Calibrate Z <space> when done 
zZzz.zZZZZZZZZZZZZZ.ZZZZZZZZZZZZZZ.ZZZZZZZZ..zzzz.zzzzzzzzzzzzzzzz.zzzzzzzzzzzzzzzz.zz
zzzzzzzzzz..........Z..Z................Flash Write 
$C69.6P-0.4R-90.0T27.0*24 
$C69.7P-0.4R-88.4T27.0*28 
 

http://www.ocean-server.com/download.html
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New Mounting Positioning with Firmware Version  

1.5 and Later  

Please note Side 1 of OS4000-T compass model and North.   Firmware version 1.5 
introduces 5 additional mounting positions for users that need the compass orientated 
differently in their product 

 

 

 

Orientation #1 (Standard-flat) Factory Default  

To change to another Orientation you will need to hit the Escape key and enter 
command Key E. Below is the output factory default is 1 (Standard-flat). 

CMD:E 
** see manual, you MUST recalibrate compass after changing! 
1: Standard-flat, 2:front, 3:port, 4:roof, 5:back, 6:starboard 
Mounting Oriention (1..6)=1 
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Value and Enter, or Esc CMD:E 

Below are figures for orientation Options 2-6.  Once you have changed the orientation 
you will need to recalibrate the compass starting with the XY calibration (then move 
on to the Z) from the new orientation position. Note: Roll and Pitch should both 
indicate zero values in the new orientation position prior to starting the XY calibration 
and then roll the compass 90 degrees for the Z calibration. 

 

Option #2 front (above) 

 

 

 

Option # 3 Port (above) 
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Option # 4 Roof (above) 

 

Option# 5 Back (above) 

 

Option# 6 Starboard 
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Calibrating the Compass  

 

The OceanServer compass products each require calibration in the userõs device for 
accurate operation.    The factory calibration is done to test the compasses in the 
factory and have the hard iron offsets of our steel building and wonõt provide accurate 
headings until calibrated in the userõs device. The roll and pitch angles are factory 
calibrated and will be accurate as shipped from the factory. 

Calibration step: 

1. Mount the compass in your device or system, make sure it is reporting level 
ROLL and PITCH when you device is level. 

2. Take you device outdoors away from any ferrous material on a level wooden 
table or other non-ferrous surface.   You will need to use a handheld compass 
to find magnetic North and be able to spin your device (with compass 
mounted) and align it to the Cardinal points (N,S,E,W).  Actually North and 
the right angles give the other headings. 

3. Do the escC, escZ hard iron calibration, do the 2D soft iron calibration, 
esc$2<enter>  

4. Test your platform heading after calibration aiming it N,E,S,W for accuracy. 

** Note:  These steps are described in more detail later in this chapter *** 

Mounting Location is Critical 

The selection of a mounting location is critical to accuracy of any magnetic compass. In 
a later example we show the compass mounted in our AUV (underwater robot picture 
page 27).  Our practical experience taught us that if we mount the compass near the 
battery packs it will drift calibration +/- 10 Degrees quickly after calibration. The root 
cause of this problem is that the battery packs are all mounted in steel cases (each cell) 
and turn out to be bar magnets with field strengths 3x the earthõs field we are trying to 
measure.   After calibration we will remove this effect but if it shifts a small amount it 
will impart a large error on the calibration and the accuracy. 

Real World Example: 

We now mount our compass 1 foot forward of that point in the nose cone of the 
vehicle (AUV).  We just did a test calibrating the AUV in Boston, MA ð Flew the 
AUVõs to the Caribbean and ran 1500 Meter long underwater tests navigating using the 
compass heading, comparing error when we surfaced and acquired a GPS fix.  In all 
tests our heading error was less than 1 degree.  The effects of the magnetic field of the 
battery fall off as the inverse of the distance.   So moving it from 1 inch to 4 inches 
away the field strength falls off by 1/16 or 6% of the original disruptive field.  A 
HUGE improvement! 
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In a white paper a compass vendor shows they can mount the compass next to a 
battery and calibrate out the effects.  They neglect to mention that the field will shift 
significantly if the magnetization of the battery changes ever so slightly. Things get 
magnetized by moving through a field like shipping on UPS or Fedex! 

Background 

Compasses operate by measuring the earthõs magnetic field and locating magnetic 
north.  When mounted in real platforms or devices there are other local magnetic fields 
or materials that disrupt or offset the earthõs magnetic field. Sources to be aware of are 
ferrous metal, electric currents and permanent magnets in electric motors.   

There are two sources of magnetic field distortion: òSoft-ironó and òHard-ironó.  Un-
magnetized ferrous materials in the area of the compass cause òSoft-ironó effects.  
Magnetized ferrous materials near the compass cause òHard-Ironó effects.  òHard-
Ironó can be cancelled out by going through the rotational calibration (described 
below).  òSoft-ironó effects should be addressed during the design in phase and 
compasses should be located away from such items to minimize impact to the sensor. 
OceanServer compasses with firmware version V1.4 and later include a soft iron 
calibration option.   The soft iron correction routines work very well if the soft iron 
effects are minimized.  If you look at the measured data regarding distortion at a 
distance (as seen in the earlier table) you will see that the placement of soft iron at a 
small distance from the compass can make huge differences. 

As mentioned above finding the right spot to mount the compass where the effects of 
local magnetic sources are minimized is key.  Remember any ferrous material, Nickel, 
Iron, Cobalt, Steel, Some Aluminum alloys!, etc will become magnetized, and this 
magnetization can change by moving it through a magnetic field present on the earthõs 
surface.   Distance from the sensor is critical to the compassõs ability to keep an 
accurate heading after a calibration. 

You can use the OS4000-T (while plugged into the carrier module) as a magnetometer 
to locate large static fields in your target system. Turn on Magnetic Vector and scalar 
and move the compass around in your system to see where the fields are the strongest.  
This is a great way to find a quiet area away from the strongest field lines.  In the case 
of our AUV it showed that the battery packs look like a 3 foot long bar magnet! 

 

 

 

 

 

 

 






























